Measurement of gentamicin by radioimmunoassay.
A sensitive, specific and precise procedure for the measurement of serum gentamicin by radioimmunoassay is presented. The method is rapid, convenient, and highly reliable for this very important measurement. Studies designed to evaluate the validity and reproducibility of the assay are presented and discussed.